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PRESSURE  VARIATION  OK  THE  "U.S.O." 
KMC -PERIOD  SEISMOMETER 

by 

,  Eduard  Dorg  and  Ronald  Rasmussen 


ABSTRACT 

The  particular  manner  of  mechanical  construction  of  the  Long-Period 

U.S.O.  package  is  responsible  for  the  pressure  sensitivity  of  the  LP-X 

component.  The  effect  seems  to  be  linear  with  pressure  for  periods  larger 

than  the  seismometer  period  and  short  compared  to  the  feedback  signal  time 

constant.  Under  the  particular  setting  of  the  Gilmore  (GLM)  installation, 

a  pressure  induced  displacement  of  the  x  component  is  Ax  =  •  -13.8mu 

Ap  p  bar 

(without  feedback). 

Since  the  pressure  induced  displacements  are  considered  as  very  un¬ 
desirable  noise  for  the  instrument  as  either  long  period  seismometer  or 
as  tiltmeter  the  borehole  was  pressure  sealed  and  the  effect  removed. 
Records  are  presented  to  demonstrate  the  effect. 
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INTRODUCTION 

Three  "Unmanned  Seismic  Observatories*'  called  briefly  "U.S.Ot*  have 
been  obtained  and  installed  in  Central  Alaska  at  the  following  sites: 


MCK 

63*44.02' 

N 

148*55.95* 

W 

610M 

(ground  surface) 

PAX 

62*58.19' 

N 

145*28.12' 

W 

1034m 

(ground  surface) 

GLM 

(prelim) 

64*59.24* 

N 

147*23.34* 

W 

722m 

(ground  surface) 

They  form  a  tripartite  network  in  Central  Alaska  and  are  included  in  the 
large  aperture  telemeter  system  (see  Fig.  1  for  location).  Each  observ¬ 
atory  package  contains  3-component  short  and  long  period  seismometers. 

The  short-period  instruments  are  of  the  "Ranger"  type  (To=l  sec),  the 
long-period  instruments  are  of  the  Lamont -Lunar -Ocean  Bottom  type 
(To=15  sec)  with  feedback  and  remote-automatic  leveling.  They  have  been 
described  in  a  special  report  (Sandia  Corporation,  1968). 

INSTALLATION  OF  INSTRUMENTS 

The  sites  have  been  selected  to  form  a  tripartite  tilt  network  and  be 
useful  for  short  and  extreme  long-period  data  recording  and  finally  to 
permit  telemetry  back  to  the  seismic  laboratory.  The  instruments  have 

been  installed  in  boreholes  with  the  help  of  the  Sandia  Corporation  group 

> 

that  had  put  them  together  and  tested.  The  bottoms  of  the  holes  are  at  . 
the  following  depth  below  surrounding  surface:  GLM  15ft.,  PAX  38ft., 

MCK  28ft.  GLM  was  installed  in  the  late  fall  1968  and  operated  in  June 
1969.  PAX  and  MCK  were  installed  in  the  summer  of  1969  and  operated  some 
time  thereafter. 
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MODIFICATION  TO  ORICIiiAl.  KQUIFfKCT 

Since  only  the  horizontal  X  component  of  the  long-period  set  (LP-X) 
is  of  najor  Interest  In  connection  with  the  barometric  pressure  variation! 
only  changes  in  the  long-period  electronics  are  described.  It  night  bo 
mentioned  that  all  these  changes  have  been  carried  out  by  the  Sandla  group. 
The  transducer  is  a  conventional  capacitive  type,  with  a  carrier  frequency 
of  3000  Hz.  After  amplification,  the  nodulated  carrier  is  demodulated. 

All  the  electronics  involved  to  this  point  (excluding  pov/cr  supplies)  is 
physically  located  with  the  instrument  package  inside  the  borehole.  The 
demodulator  output  is  fed  through  the  feedback  filter  and  a  gain  1 
amplifier.  The  output  of  this  amplifier  returns  to  the  seismometer  feed¬ 
back  coil  (with-30  db)  restoring  the  beam  towards  its  center  position. 

This  output  is  also  available  for  measurement  (FB-X,  Y  or  Z).  The  X  and 
Y  components  can  be  used  to  measure  tilts,  the  Z  component  to  measure 
changes  in  gravity.  The  demodulator  output  (DEM-X,  Y  or  Z)  also  goes  to 
a  filter  and  post-amplifier  circuit. 

The  filter  on  each  LP  instrument  (in  the  Sandia  configuration)  is 
peaking  at  18  sec.  which  necessitates  a  feedback  filter  time  constant  of 
1400  sec  (10  Mfi  and  22  y  F).  This  system  has  been  changed  as  follows: 

1)  The  filter  and  post  amplifier  circuit  has  been  replaced  by  the 

"Pomeroy  Amplifier"  which  amplifier  has  a  flat  period  response 
from  20  to  200  sec.  (in  the  "Broad"  position)  with  a  gain  of 
115. 

2)  To  accommodate  this  much  broader  filter  response  the  feedback 

filter  time  constant  was  lengthened  from  the  original  1400  sec 
to  6000  sec.  (R  =  10  M  n,  C  =  (22  +  90)  yF). 
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The  sensitivity  ©f  the  Lf  Inscru*t«uc§  varies  fr©»  instrument  to 
instrument.  Since  calculations  in  the  following  chapter  are  based  on 
the  "Fairbanks"  LP-X,  (Sandla  designation)  the  channel  sensitivity  as* 
suraed  is  0.76  *6.57.  Volts/oicron  at  the  Sandla  high  gain  output,  or 
roughly  25  mV/nicron  at  the  demodulator  output,  before  the  feedback  loop 
(-30db,tlmo  constant  0000  sec)  becomes  effective  (for  the  sensitivity, 
see  Sandla  1968,  Tabic  VII,  p.  26). 

SENSITIVITY  OF  THE  LP-X  COMPONENT'  TO  ATMOSPHERIC  PRESSURE  VARIATIONS 

The  feedback  outputs  were  connected  at  the  stations  to  the  FM 
telemeter  modules  (range  +  2.5  Volts)  I RIC  channels  1  through  7  were  used. 

The  signals  were  transmitted  either  by  radio  links  or  later  by  phone 
lines  plus  radio  links  and  discriminated  at  the  Geophysical  Institute’s 
terminal  in  a  1  to  1  manner  (a  +1  Volt  input  signal  producing  a  '+1  Volt 
output  signal). 

It  was  first  found  that  the  telemeter  link,  including  the  recording 
equipment,  produced  a  24  hour  period  with  an  amplitude  of  up  to  100  mV 
p-p  in  the  summer  (see  Fig.  2  for  a  similar  variation  at  PAX).  This  was 
eliminated  by  disconnecting  the  VCO  input  from  the  feedback  signal  and 
grounding  the  same  VCO  input  for  1  to  3  minutes  every  hour,  so  that  hourly 
values  with  the  corrected  "0"  position  could  be  obtained.  The  variation 
was  probably  due  to  temperature  variation  at  the  stations.  In  MCK,  where 
the  electronics  (VCO'S)  are  housed  in  a  thermostatically  controlled  temp¬ 
erature  environment,  this  effect  could  not  be  found. 

The  next  observations,  after  the  initial  stabilizing  period,  was  that 
the  feedback  signal  showed  much  higher  variation  on  the  X  component  than 
on  the  Y  component  (see  Fig.  2  and  3,  GLM-X  and  Y).  Also  occasional  recording 
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of  the  LP-X  and  V  iraee§  (after  the  Fesrerwy  amplifier)  shewed  usually  tnaeli 
higher  "backgreund"  nelse  ©a  the  X  eesptweni  (see  Pig.  AA,  B).  Hewever  It 
was  net  until  November  I9£9  ©lien  we  reeerdcd  3-&K  and  plotted  all  data  together 
(tee  Pig.  5)  that  the  X  component  was  definitely  Identified  as  responding 
to  some  unknown  source.  The  telemeter  system,  the  electronics  and  tectonicly 
generated  tilts  were  ruled  out,  because  the  transmission  channels  were 
independent;  phoneline-rndlo  or  rndlo-phonollnc-rndto  links  for  each  station 
and  distances  between  stations  (sec  Pig.  1)  and/or  orientation  of  the  bore¬ 
hole  package  axis  (GLM-X  to  North,  PAX  and  MCK-X  to  Cist)  as  well  as  location 
with  respect  to  A1  oilcan  tectonic  features  made  a  common  source  for  real  tilts 
highly  unlikely. 

Then  the  mechanical  construction  was  scrutinized:  the  X  component 
leveling  is  achieved  by  leveling  the  outer  gimbal  ring.  See  Fig.  6  A,  B 
for  a  picture  of  the  outer  gimbal  ring  and  its  drive  motor;  see  Fig.  7 
giving  the  layout  of  the  horizontal  components,  associating  X  with  the 
outer  gimbal  ring  (this  was  taken  from  the  Teledyn,  Earth  Science  Division 
Engineering  Report  No.  615-1266-002,  dated  28  January  1966).  So  only  a 
tilt  of  this  outer  gimbal  ring  with  respect  to  the  axis  of  the  borehole 
package  could  be  blamed  for  the  large  variations  observed.  A  tilt  of  this 
ring  can  be  obtained  by  compressing  or  stretching  the  frame  member  holding 
the  ring  (the  arm  of  the  leveling  drive  remaining  at  constant  length).  The 
only  force  that  can  compress  (or  stretch)  the  frame,  including  the  outside 
protective  shell,  is  a  pressure  variation  on  the  assembly,  because  this 
assembly  is  sealed  pressure  tight  with  2  large  "0"  rings.  If  the  exact 
cross  section  of  the  two  frame  members  and  the  outer  shell  were  known,  the 
tilts  resulting  from  such  a  variation  could  be  calculated.  The  long-term 
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#i«#§pfe©rtc  vafis>ti@ft3  are  ©f  the  ©rrfer  ©f  10©  01  fears  «r  IM/gr/rtt  1  (fee 

(I 

(oral  effective  surface  Is  (fee  surface  cross  settles  of  (fee  losirsieet 

package  (10  inch  dimmer)  and  (fee  c&ppresslen  of  S(eel  Is  of  (fee  order 
.7  2 

of  4.6  x  10  per  fcg/ew  pressure  increase.  Since  (fee  ou(er  sfeell  plus 
frawe  section  Is  relatively  ssall  compared  to  (fee  (otal  effective  cross 
section  of  (fee  package,  these  figures  seem  to  Indicate  the  right  order 
of  magnitude.  In  addition,  (fee  lever  arm  (distance  from  (fee  global  ring 
rotation  axis  to  the  level  drive  attachment)  is  about  a  factor  of  3  to  4 
shorter  than  the  distance  from  the  batten  plate  to  the  rotation  axis 
(the  length  of  which  is  variable  with  pressure)  so  that  the  tilt  (as 
expressed  in  radians)  arc  amplified  by  that  factor. 

In  order  to  obtain  a  "scale”  factor,  the  hourly  barometric  pressure 
values  were  obtained  from  the  ESSA  Weather  Bureau  at  the  Fairbanks 
International  Airport  and  compared  to  the  hourly  values  of  tilt  at  the 
GLM  station.  Figure  4C  shows  a  few  minutes  recording  from  the  infrasonic 
array  clement  located  at  the  International  Airport.  No  coherence  can  be 
expected  with  the  Gilmore  X  at  the  same  time  (Fig.  4A).  Since  the  infrasonic 
array  element  is  in  a  low  wind  area,  and  GLM  on  top  of  a  hill  ,  an  increase 
in  amplitude  of  about  a  factor  of  2  does  not  seem  unreasonable  in  this 
frequency  band.  It  was  judged  from  the  comparison  that  the  distance  be¬ 
tween  the  two  sites  was  insignificant  for  the  long  term  variations.lt  also 
should  be  mentioned  that  2  layers  of  about  5  inch  foam  rubber  (each)  were 
present  when  the  measurements  were  made  for  GLM.  In  PAX  a  hard  foam  plug 
had  been  cast,  but  was  not  air  tight  along  the  casing  because  the  casing 
was  too  cold  for  the  foam  to  perform  its  normal  binding.  In  MCK  the  hole 
was  only  covered  with  some  wood  and  dirt.  On  the  other  hand  when  the  outside 
shell  is  tied  to  the  package,  the  gimbal  ring  support  member  will  be  under 
tension  the  outer  shell  under  compression.  The  total  barometric  pressure 
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tfftci  mlfM  &f  iUfts^i§«)g,  $4  *rt»*  *^i»« 

,  #-hJ  lfo*f  elW<g  |v^  ^flttfvjVtfd  t?  !??*'#«>$?  IW  *<*1$$ 

i%wm®  r^ry  i«»*  m  #  mm  vmsmm 

A.  »ir#€!i<\a  (refer  i#  ri««.  &9  ft,  2) 

A  prestttre  Iffcrcase  eonprass^  ife#  tt-m$  *3*1  <rwi«?r  flat  1 1  t>*t  ifo#  le^giA* 
of  ll«@  relw@8i«f(g  drive  Is  H&fefere  iN>  ev»(tr  ftlfflfe#*  f5«^ 

dlls  tevards  Ik#  *  X  directly  (*  &  sld®  1  S  §8dW  tfc@fefiP#«e  lft»# 

X  mass  moves  in  the  *  X  direct  *»*»  e«*rrs?$pr^dir$  to  a  graft'd  iHMiew  I®  i§*^ 

-  X  direction  generating  a  negative  signal  mi  wf  ife#  IffiH’X  a&J  f®*X  ««(pai$ 
at  long  as  the  teisffwwier  cam  fellow  {t&r  all  periods  *  15  ssc), 

B.  Calculation  for  CI.'J  pressure  sensitivity  (with  two  %  i«a*h 
rubber  plugs  present)  (see  Pig.  5). 

A  Pressure  27  November  69  12**  29.140  Inch  mercury 
29  {ioveaber  69  00**  20.210  inch  mercury 
AP  »  -0.930  inch  mercury 
A  Tilt  27  November  69  12**  11.00  Div. 

29  Noveabcr  69  001*  18.25  Div. 

AT  “  7.25  Div,  l  Div  •  50nV»  220»V  2l  1  seean:  (See  appendix  for 

derivation) 

AT  ■  7.25  Div  x  SOaV  _J. _  ■  1.665  sec  arc 

Div  220siV 
arc  soc 

This  is  taken  at  the  feedback  output. 

AT  ■  -1.64  sec  arc  ^  -1.77  sec  arc 

AP  0.930  inch  Merc.  inch  Merc. 
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I* 


f*  II  »#£) 


dMla.  •  JiL  * 

fti  fear  8*  »  tear 


owl  pat  after  <ftn$l8fSer 


gain  HI  (3©*2@3  setf) 

AV  *  ■0.3Wf  »  III  *  -39. faV 

SF*  tt>i  bar  *»  fear 


The  difference  in  MnotseM  level  between  the  X  components  (CUI,  ttCX) 
and  the  others  on  Fig.  4A  and  S  is  striding,  the  probable  reason  for  PAX  X 
only  showing  the  longer -per I od  noise  is  that  the  hard  foami  plug  has  a  slow 
leak.  Figure  J»C»  a  recording  of  one  of  the  infrasenic  array  elements  near 
the  Fairbanks  airport ,  is  pyt  in  for  comparison  for  the  sarre  date  and 


8 


covering  about  14  minutes  of  the  recordings  of  Figures  4A,  B.  The  poak-to-peak 
amplitude  on  the  infrasonic  record  is  probably  between  15  and  20  M  bar  (clipped 
on  the  record)  obtained  in  a  rather  calm  area. 

The  amplitude  of  the  GLM  X  trace  corresponds  to  about  1.5V  x  1  U  bar  2L 

40iuV 

38  Pbar.  Figure  8  shows  a  longer-type  barometric  pressure  oscillation 
(probably  gravity  waves)  at  MCK,  situated  in  the  Alaska  Range.  For  comparison, 
Figures  9  and  10  depict  two  earthquakes  after  the  GLM  borehole  has  been 
pressure  scaled,  and  show  the  low  noise  level  on  X. 

CONCLUSIONS  AND  SUGGESTIONS 

In  conclusion  it  can  be  said  that  the  LP-X  component  of  the  USO  package 
forms  an  excellent  microbarograph  and  barograph  with  a  response  from  15  sec 
to  DC  if  there  is  no  earthquake  recorded. 

If  the  package  were  to  be  rebuilt  we  suggest  separating  the  frame 
members  holding  the  instrument  package  from  the  outside  protection.  This 
can  be  achieved  so  that  the  outside  shell  with  its  bottom  plate  docs  not 
mechanically  connect  to  the  plate  at  the  bottom  end  of  the  frame  members. 

The  latter  plate  holds  the  leveling  drive  motor  and  if  not  isolated,  will  be 
responsible  for  transmitting  atmospheric  pressure  variations. 
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APPENDIX 


TILT  OF  A  HORIZONTAL  PENDULUM 


If  a  simple  horizontal  pendulum  has  a  length  1,  with  its  axis  of 
rotation  perpendicular  to  the  vertical, and  initially  at  "o"  position, 
a  tilt  of  the  vertical  will  produce  an  excursion  X  for  a  tilt  of 

Y 

radians. For  a  pendulum  with  only  a  small  angle  between  the  vertical 
and  the  axis  of  rotation, and  corresponding  free  period  T,  the  equi¬ 
valent  length  of  the  simple  pendulum  is  given  by: 

P  2  p  Q 

1  =  Where  g  =  earthgravity  ( 981 cm/sec  ) 

For  a  15  sec  pendulum  the  equivalent  length  is  57.3  meters.  A  lp 

displacement  recorded  at  the  transducer  of  a  15  sec  pendulum  therefore 

_ . 

corresponds  to  a  tilt  of  radians  or  1.745xl0_  radians. Since 

1  sec  arc  «  4.65x10”^  radians,  a  1  sec  arc  tilt  produces 
ss  276  pi  displacement  on  the  transducer.  The  feedback  reduces  this 
displacement  by  a  factor  of  31*6  (30db),  lsec  arc  tilt  produces  there¬ 
fore  278p/31.6  or  8.80  displacement  after  feedback. 

With  a  demodulator  output  of  25mV/u  this  finally  gives 


220  mV  signal  /  sec  arc  tilt 


(  after  feedback  ) 


if  the  tilt  is  in  the  direction  perpendicular  to  the  plane  containing 


the  vertical  axis  and  the  axis  of  rotation 
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I  '  FIGURE  CAPTIONS 

Sqismic  network 

GLM,  PAX  Tilts  30  July  to  8  August,  1969 

GLM-Tilts  June  15  to  June  28,  1969 

A  and  B,  GLM,  PAX,  and  MCK  Barometric  Pressure  noise  on  X  components 
C.  Microbarograph  -  Infrasonic  recording  at  Fairbanks 

Tilt  on  X  components  and  Barometric  pressure  at  Fairbanks  International 
Airport 

A  and  B,  Instrument  package 

Layout  of  horizontal  Seismometer  components  (Top  View) 

Typical  Barometric  effect  on  MCK-X 

GLM-X  noise  background  after  the  borehole  was  sealed.  (The  coupling 
between  the  three  components  has  since  been  removed.) 

GLM-X  noise  background  (Coupling  between  Amplifiers  removed.) 

Suggested  changes  in  the  mechanical  arrangement  of  the  instrument 
package 
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The  following  polarity  conventions  were  used  for  the  design  and 
testing  of  the  system. 
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Earth  moves  -f ,  case  moves  -f  and  mass  moves  toward  -X,  -Y,  and  -2 
causing  a  positive  (•:-)  voltage  at  recorder.  A  positive  (•!•)  voltag; 

from  feecoacl;  filter  to  coil  causes  masses  to  move  toward  -{X  +Y 

&  +2.  '  ' 


Negative  (-)  calibration  voltage  causes  masses  to  move  toward 
X,  -Y  and  -Z  producing  a  positive  (-!•)  output  voltage  at  recorder. 

Positive  (-i)  voltage  output  causes  -X,  and  -Y  corners  to  rise 
(or  raising  vertical)  moving  masses  'toward  +X  and  +Y  and  +2  causing 
a  negative  (-)  voltage  output. 
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